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The SIMS Arrangement Based on MI-1201 Mass Spectrometer 


Spektrometr mas jonów wtórnych 
zbudowany w oparciu o spektrometr mas typu MI-1201 


. CneKrpoMeTp BTOPHUHEIX MOHOB NOCTPOeHHbI Ha Macc CNeKTpomeTpe 
My-1201 


INTRODUCTION 


Secondary ion mass spectrometry has been widely used in 
the analysis of solid surfaces and thin film materials [ 1-5]. The 
method allows to determine their chemical composition and isotopic 
composition at between a few Angstroms and several thousand 
Angstroms below the surface of the sample. Also the measurements 
of dopant concentration in a semiconductor sample, which is a major 
problem in determining the electrical characteristics of the sample, 
can be conducted with high accuracy and good sensitivity by using 
secondary ion mass analysis, 

The secondary ion emission coefficient K is defined as the 
ratio: 


where NI is the number of primary ions impinginu the surface in 

a unit of time and Ns is the number of secondary ions, Coefficient K 
has been previously determined for many elements, The experimental 
results obtained show that "K" is a function of the gieeto the 
chemical species and the surface state of the sample, as well as of 


primary beam characteristics (energy, kind of ions, angle of incidence). 
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Secondary ions are not monoenergetic and their energy 
distribution depends upon the energy of the primary beam, the kind 
of specimen and other factors. The energy broadening of secondary 
ions makes it necessary to use energy analysis before mass 
analysis. 

‘Several secondary fon mass spectrometers have been describ= 
ed up till now [6-10]. Quadrupole mass filters were usually used 
as mass analysers. 

In this paper the secondary ion mass analysing arrangement 
based on the MI-1201 mass spectrometer is described. The apparatus 
Le equipped with a simple electrostatic energy analyser with a capillary 
type ion gun. 


ADAPTATION OF THE MI-1201 MASS SPECTROMETER 
TO SECONDARY ION MASS ANALYSIS 


The MI-1201 mass spectrometer, made in USSR, has a medium 
resolving power, from 600 to 1200, depending on the size of ion 
source and collector slits, The deviation angle of the ion beam in 
the magnetic field is 90° and the mean radius of ion trajectory within 
the magnetic lens is 21 cm. Sufficient pressure in the mass analyser 
chamber, which is 2,6 . 107° Pa (2'1077 Tr) for the mercury pumps 
and 2606 Pa (ëch Tr) for the oil pumps, is provided by a 
system of two diffusion pumps, 

Fig. 1 shows the scheme of the deflection chamber and the 
vacuum system of the Ml-1201 mass spectrometer. A complex electronic 
system makes it possibie to pre-program intensity changes of the 
spectrometers magnetic field in order to register alternately of 
selected mass spectrum peaks, 

The device registering the intensity of lon beams dispersed 
in the magnetic fleid is a D.C. electrometer with input resistance of 
107792, or 101041, The minimal intensity of the registered ion 
current is 3077 A, A vacuume-tight manipulator makes it possible 
to aim the ion current either at a collector connected to the electro- 
meter described above or at an ion-electron multiplier which can 


register single ions. 
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Pig. 1. The vacuum system scheme of modernized mass spectrometer 
MI-1204, i-sample chamber with the cylindrical electrostatic analyser 
of the secondary ions energy, 2-primary ion source (Ar*), 3-accele- 
rating and focusing system of the secondary ions, 4 Lech cool-traps, 
5-absorber, 6—sorption pump, 7-rotary pumps, 8-diffusion pumps, 9-rough 
vacuum, 10=ion counter SI-03, ii-deflection chamber Dat @-vacuum-= 


meters, Z.=Z,27 vacuum valves, S,,S,-vacuum locks 
La 


1" 

The adaptation of the analysins part of the mass spectrometer 
to secondary ion analysis required the adjustment of the magnetic 
lens in such a way as to obtain a maximum resolving power with 
the ion accelerating voltage reduced to 2 kV. When the transmission 
was 2 %, the obtained resolving power was "AGV 600 (with an 
accelerating voltage of 4 kV). When the accelerating voltage was re- 
duced to 2 kV (that was neccessitated by the distribution of voltage 
in the primary ion source), the spectrometer transmission decreased 
to 1 %, and the resolving power to 400, 

In order to increase the spectrometer sensitivity, an SI-03 ion 
counter, made in USSR, was installed instead of the collectorcelectro= 
meter system, The counter consists of two measuring systems: a tra- 
ditional collector-electrometer system and an ion=electron multiplier 


system whose current amplification factor is 2,5 . 10° at the supply 


voltage of the multiplier equal 3,5 kV. 
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lon current intensity can be measured by the electronic systems 
connected to the multipliers output in the following ways: 

a) the Intensity of the multiplied electron current may be measur- 
ed by using a D.C. electrometer with the input resistance of 1070 2 
and 10° A „ In this system the background of the multiplier (equiva= 
lent to the "dark current") is 2107 Ba, 

b) pulse-counting of single ions. The counter’s background 
level in this system is 1 pulse per second, The efficiency of the 
counter was improved by replacing the original scaler, which was 
to slow, with a Polish P-21 scaler. Also the original clock preselect= 
ing the counting time had to be replaced with the internal clock of 
the P21 scaler. Due to these changes a simple electronic system 
to reverse the pdlarization of counted pulses had to be added, 

c) pulses coming from single ions can be also integrated by 
an integrator, Its output voltage is proportional to the lon counting 
rate and IL can be directed to a recorder which can plot mass-spec- 
trum peaks at the level of 10728 a, 
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Fig, 2. Block scheme of ion current detection system. K„sion collector 
g7ion-electron multiplier, S=recorder, 
WT-=follower, Wi-pulse amplifier, PEL-ścaier, leintegrator, VC=dicital 


voltmeter, DR-printer 


with electrometer E (Ey). D,-D, 


A' block scheme of the modified electronic measuring system 
is shown in Fig. 2. The upper part of this scheme illustrates the 
ali 


possibility of registering an ion current of 107° to 10 A by using 
collector K,(K,) and electrometer Er 
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PRIMARY ION SOURCE 


Primary ions are obtained by the ionization of a gas in an arc 
discharge. In order to increase ion current intensity and reduce gas 
consumption, which automatically improves vacuum conditions of the 
mass spectrometer’s operation, a capillary arc discharge source was 


used, 


Fig. 3. Schematic diagram of primary ion source construction 


The scheme of the ion source is shown in Fig. 3. The dis- 
charge chamber of the source was made from an aluminium block 
and was cooled by water, The low-pressure arc discharge takes 
Place in a capillary between the anode and the cathode, The 
capillary is 3,5 mm in diameter and 10 mm in length. Half-way 
between the ends of the capillary there is a hole 2,5 mm in diameter 
through which positive ions extracted by the extracting electrode are 
directed to the focusing system, Tne cathode was made from a 
tungsten wire 0,5 mm in diameter. The anode in the form of a 
tungsten rod was placed at he capillary’s end, Because the volume 
of the discharge space was small and the ion source chamber was 
gas tight, gas consumption was reduced significantly, which in the 
source described was between ? and 10 ccm per hour 

Due to plasma condensation caused by the capillary discharge 
the intensity of the ion current emitted from the described source 


was much higher than in the case of a simple arc discharge source, 
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The characteristic of the capillary ion source, i.e. the dependence 
of the fon current intensity (measured behind the extracting electrode) 


en the extracting voltage, is shown in Fig. 4. 
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Fig. 4, The dependence of the primary lon current (Ar*) intensity 


on the extracting voltage 


After connecting the ion source to the chamber of the SIMS 
spectrometer the density of the ion current was measured on the 
target and the primary ion beam ”s diameter was determined, When 
the voltage accelerating Ar? ions was 3 kV, the obtained ion current 
density was 0,5 mAjem*. The bomberdment area on the sample fs 


surface was a circle 4 mm in diameter, 


CONSTRUCTION OF ANALYSING CHAMBER, SAMPLES TABLE, 
SECONDARY ION ENERGY ANALYSER, ACCELERATING AND 
FOCUSING SYSTEM 


1 The analysing chamber was made from stainless steel (type 
1HN9T). Inside the chamber there is a rotating table which allows 
to examine individually four different samples placed on the table s 
sides, 

i The ‘primary ion beam emitted from the source is directed to 
the examined sample and causes emission of secondary ions from 


the analysed material. 
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2. Because of a considerable energy distribution of obtained 
secondary ions (O&QE<{100 eV), an energy analyser (a cylindrical 
energy filter) of secondary ions was placed between the examined 
sample and the mass spectrometer. 

When the accelerating voltage was 200 V, (the potential 
difference between the sample and the input slit of the energy 
analyser system) the resolving power of the energy analyser is 
= 20. 

A highly stabilized transistor power supply system was 


Ei 
LE 
constructed to change voltage on the deflecting electrodes within 
the range of =200 V — +200 V. 


3, The secondary ion beam accelerating and focusing system 
comprises of cylindrical electrostatic lens and the original focusing 
slit system of the MI-1201 mass spectrometer. 

Voltage on the electrode of the accelerating and focusing system 
is supplied from high voltage stabilizers (ZWN=42) through a system 
of potentiometers. The voltage is controlled by the digital voltmeters 
(V-628), The voltage on the spectrometer original slits is supplied 


by the high voltage stabilizer of the MI-1201 mass spectrometer. 


RESULTS 


To illustrate the results two mass-spectrums of secondary ions 
are presented: the silicon monocryste' (Fig. 5a) and the polycrystalline 
copper sample (Fig. 5b). 

When the Ar? primary ion beam intensity was 70 MA, the integral 


secondary ion beam intensity was 1077A, (a67 a tor ee and 


107? 7a, for E Spee The sputtering rate of the Cu sampie at the above 
Ar* ion intensity was about 300 A|min, 

The authors hope that by equipping the standard MIl-1201 mass 
spectrometer with a secondary ion apparatus, the applicability of this 
spectrometer can be extended to Investigations of post implantation 
solid surface phenomena, Moreover, through isotopic investigations 
one could expect to develop some practical applications in geology 
and geochronology. 

This work was made possible by funds provided within the 


06.7.3.I1 project of the Institute of Physics of Polish Academy of 
Sciences. 
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Fig. 5a, Secondary lon mass spectrum of silicon crystal sample 
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Fig. 5b. Secondary ion mass spectrum of polycrystalline Cu sample 
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i STRESZCZENIE 


W pracy przedstawiono sposób dokonanej modernizacji spektro= 
metru mas typu Mi-1201 produkcji ZSRR, w celu umożliwienia doko= 
rrywania analiz mas jonów wtórnych, wybijanych w procesie rozpvla=- 
nia z próbki ciate stałego. Podano uzyskane parametry zmodernizo= 
wanej aparatury oraz zamieszczono widma mas jonów wtórnych z 
monokryształu krzemu i polikrystalicznej próbki miedzi, ilustrujące 
pracę spekirometru. 


PESDME 


B pa6ote npeqcTaBIeH MACCc-CIeKTpOMETp BTOPMUHOŃ MKOHHOŃ 
BMKCCKH NOCTPOEHHNŃ Ha Óa3e mMacc-cnekTpomeTpa MM-1201. I[ipuBe- 
ZEHN HOBHE NApAMETPH CNHEeKTDOMETpA, A TAKXE MACC-CNHEKTPA BTOpKU- 
HHX MOHOS MS MOHOKPKCTAJJA KpeMHKA M NOAMKpPKCTaAANYeCKOK MENK, 
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